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Influence of extended 
soft contact lens wear on 
the comparative measurement 
of central cornea1 thickness 
Morris R. Lattimore, Jr 

67th Combat Support Hospital, Unit 26610, MS, USA 

ABSTRACT. The clinical performance of a portable ultrasound pa- 
chometer was compared with a digital, ‘optical’ pachometer attachment 
of a contact specular microscope. The two separate methods were used 
to assess central cornea1 thickness (CCT) in 214 extended-wear soft 
contact lens subjects over a cumulative 33 month period. The two test 
methods did not correlate well (r = 0.56). Mean ultrasound CCT was 
0.542 mmf0.004 SEM; mean CSM ‘optical’ attachment CCT was 
0.562 mm f 0.004 SEM (significantly different by t-test; p < 0.05). A 
two-way anova (each CCT method by immediate duration of extended 
lens wear, and by duration in study) revealed an apparent underestima- 
tion of central cornea1 thickness by the ultrasound pachometer. While 
this presumed ultrasound bias or error can be explained by concurrent 
morphological and physiological changes associated with long-term con- 
tact lens wear, other methodological errors could have influenced the re- 
sults. Pending additional study, physiologically stressed corneas might 
be better evaluated by some method of cornea1 thickness measurement 
other than ultrasound. 

Key words: central comeal thickness - ultrasound pachometer - digital pachometer - contact 
lenses. 

Acta Ophthalmol. Stand. 1996: 74: 239-242 

T he clinical model commonly used 
to gauge compromised cornea1 

function is cornea1 edema or swelling. 
Due to the extreme hydrophilic nature 
of the cornea1 stroma, edema infers a 
generalized increase in the hydration 
level of the tissue. Original clinical esti- 
mates of edema were based upon gross 
morphological observation via slit- 
lamp examination (i.e., documentation 
of striae), but more recently have been 
based upon actual in vivo cornea1 
thickness measurements, or pacho- 
metry. 

There are 3 basic, commonly avail- 
able pachometry methods. Traditional 
optical pachometry involves use of a 
slit-lamp mounted-doubling device, 
requiring a subjective judgment in 
either ‘edge-to-edge’ or ‘peak-to-peak 
alignment of the doubled section. In 
contrast, the more recently available, 
ultrasound technique can provide an 
objective measurement. Lastly, a com- 
mercially available contact specular 
microscope (CSM) system includes a 
digital, ‘optical’ pachometer attach- 
ment yoked to the microscope’s mo- 

torized focusing mechanism. The digi- 
tal readout may lead one to consider 
this as an objective measurement, but it 
is based on optical clarity of the endo- 
thelium, and therefore uses a subjec- 
tive endpoint. 

Previous clinical comparisons of 
biomicroscope-based, traditional op- 
tical vs ultrasound methods have been 
conflicting. Giasson & Forthomme 
(1992) found both clinical compati- 
bility, and a close statistical correlation 
between these two methods, with a 
tendency towards over-estimation of 
comeal thickness by ultrasound meth- 
odology via oblique probe alignment. 
Alternatively, Pate1 & Stephenson re- 
cently (1994) documented a statisti- 
cally significant difference between the 
same two methods. Their disparity was 
theorized to be a result of slit-lamp 
optic section light distribution or scat- 
ter yielding an end-point or thickness 
over-estimation via the slit-lamp, opti- 
cal method. A similar disparity has 
been shown with surgically stressed 
corneas, but was attributed to ultra- 
sound underestimation of comeal 
thickness (Nissen et al. 1991). There 
are no published data on the contact 
specular microscope (CSM) ‘optical’ 
pachometer attachment. 

The purpose of this study was to as- 
sess central corneal thickness via both 
ultrasound, and CSM ‘optical’ attach- 
ment pachometry as a function of ex- 
tended contact lens wear experience. 
Pachometry was performed on 214 
volunteer subjects taking part in a 
longitudinal protocol designed to 
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examine the practical usefulness of 
contact lens wear by Army aircrew. 
The data gathering phase of this multi- 
center study ran from November 1988 
to the end of September 1991. All sub- 
jects were enrolled in the protocol for 
at least 18 months. These two separate 
methods of pachometry were chosen 
in a effort to resolve the apparently 
conflicting data found in the literature. 

Methods 
The ultrasound method (Teknar Oph- 
thasonic) uses a hand-held sensor with 
an ultrasound-emitting cone set by the 
manufacturer at a speed of 1630 me- 
ters per second. When the end of the 
cone is placed perpendicularly onto 
the apex of the cornea (-t 5 degrees), 
the emitted sound waves are reflected 
back from surfaces where there is a 
change in refractive index (Dunn et al. 
1969). In this case, theoretically, that 
occurs at the posterior corneal border 
where the endothehum borders the 
aqueous. The time taken for an emitted 
wave to traverse the cornea and reflect 
back to the cone is used to calculate the 
tissue thickness as a function of the 
preset ultrasound speed. Variability in 
ultrasound tissue thickness measure- 
ment can be induced by oblique probe 
alignment, interpatient variation in 
ultrasound velocity, point of sound re- 
flection, and changes in tissue hydra- 
tion (Salz et al. 1983; Gordon et al. 
1990). 

The CSM-mounted, ‘optical’ pa- 
chometer was a manufacturer-pro- 
vided attachment to a Keeler-Konan 
specular microscope system. This sys- 
tem uses a cone-shaped objective as- 
sembly to fIatten a specific area at the 
comeal apex in a process similar to 
that used in applanation tonometry. In- 
itially, the ‘optical’ system is zeroed by 
focusing the microscope onto the sur- 
face of the cone. Once a clear image of 
the cone’s surface is obtained, the cone 
is moved forward to applanate the cen- 
tral cornea. The system is then inter- 
nally focused toward the subject until a 
clear image of the endothelium is ob- 
tained. Since this type of specular 
microscope images the posterior sur- 
face of the endothelium (Sherrard & 
Ng 1990), the optical focusing distance 
from cone surface to the endothelium 

would represent the comeal thickness 
on contact applanation. 

Initial or baseline CCT measure- 
ments were obtained prior to any con- 
tact lens use. Follow-up exams do- 
cumented visual acuity, and anterior 
segment health prior to lens removal. 
Immediately after lens removal two 
drops of tetracaine were applied to 
each eye; the ultrasound CCT meas- 
urement was obtained within two 
minutes post-application of the anes- 
thetic. Next, the contact specular 
microscope ‘optical’ measurement of 
CCT was obtained. This took an addi- 
tional 3 to 4 minutes per eye (endothe- 
lial photos were taken at this time). The 
sequence was always the same; ultra- 
sound OD and OS, then CSM ‘optical’ 
OD and OS. 

The 214 volunteer subjects were 
Army aircrew personnel, primarily 
AH-64 Apache helicopter pilots and 
Special Operations aircrew members. 
There were only 2 female subjects be- 
cause of assignment limitations that 
existed at the time of the study. Sub- 
jects were fitted either with a 58% 
water content disposable extended 
wear soft contact lens (etafilcon), or 
with a standard 38% water content 
extended wear soft lens (polymacon) 
used on a disposable basis. Peak re- 
fractive error was approximately 
- 1.00 diopter, with a range from 
+ 2.75 to - 6.00 diopters; a final gov- 
ernment technical report documents 
the specific refractive error distribu- 

tion pattern and subject demographics 
(Lattimore 1992). 

Maximum allowable wearing time 
was 7 days/6 nights. Subjects were 
permitted to use lens comfort and 
sharpness of vision to adjust their lens 
replacement schedule to a shorter 
wearing period, if indicated. After the 
initial fitting exam, follow-up exams 
were done 24 hours post-fitting, 7 days 
post-fitting, and quarterly thereafter. 
Every attempt was made to conduct re- 
peat exams at the same time of day as 
the original fitting. The majority fell 
within f 1 hour, thus minimizing a 
diurnal variation effect, but not elimi- 
nating its influence. Also, prior to this 
study Army regulations forbade pilots 
from wearing contact lenses; thus, it 
was assumed that none of the subjects 
had any previous contact lens wearing 
experience. 

Initial and follow-up exams were ac- 
complished at five locations (Fort 
Rucker, AL; Fort Campbell, KY, Fort 
Hood, TX; Frankfurt, Germany; and 
Numberg, Germany). Three identical 
equipment sets were used (1 set @ Ft. 
Hood, 1 set moved between Ft. Rucker 
and Ft. Campbell, and 1 set used in 
Germany). Data were gathered by 
three different operators. Equipment 
was zeroed, and tested on a standard, 
prior to each subject examination. 
Equipment was electronically cali- 
brated from zero to 1.0 mm prior to in- 
itial installation and at the conclusion 
of the study. No electronic measure- 

0.80 

-E- o.75 
E 0.70 

z 0.65 

2 0.60 

z 

5 

0.55 

0.50 

0.45 

0.40 

0.80 

0.75 

0.70 

C.85 

0.60 

0.55 

0.50 

0.45 

0.40 

0.35:. I.. I.. I 0.35 
0.35 0.40 0.45 0.50 0.55 0.60 0.65 0.70 0.75 0.60 0.85 

Optical (mm) 

Paired measurement 
pachometer comparison 

0.65 1 
N=2544 Measurements 

0.85 

Fig. 1. Scatter plot of all pachometry measurements without consideration for examination 
sequence or conditions. The two methods correlated only very poorly for these extended soft 
lens wearers. 
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ment error was detected at these two 
times. However, both systems could be 
subject to transient electronic drift 
during each use. Data-gathering oc- 
curred from 1 November 1988 until 30 
September 1991; the total number of 
subjects reached a zenith in the spring 
of 1990, yielding 18 months of data for 
all 214 participants, or 2,544 paired 
measurements. 

Results and Discussion 
Fig. 1 is a simple correlative plot of all 
ultrasound measurements as a func- 
tion of all CSM ‘optical’ readings. 
There was a considerable degree of 
data spread on both axes with only a 
mild positive correlation (R = 0.56). 
Grouped data from the two methods 
were significantly different by t-test 
(p < 0.05). This methodological dif- 
ference was not influenced by lens 
type/brand (p=O.32), nor by lens 
power (p = 0.16). The methodological 
difference was consistent when com- 
paring right eyes to right eyes, and 
when comparing left eyes to left eyes. 
Mean ultrasound thickness was 0.542 
mm f 0.004 SEM; mean contact ‘opti- 
cal’ thickness was 0.562 mm f 0.004 
SEM. 

The use of multiple equipment sets, 
in multiple locations, operated by sev- 
eral different individuals, with fone 
hour diurnal variation control (from 
follow-up to follow-up) can easily ex- 

plain the data spread seen in Fig. 1. 
However, given the reasonable as- 
sumption that those general errors 
would equally affect both systems of 
measurement (i.e., would not cause 
one system to yield dramatically differ- 
ent results), and given the fact that all 
measurements were taken within just a 
few minutes of each other, alternative 
interpretations for the central tend- 
ency differences must be considered. 

A 2-Way analysis of variance 
(ANOVA) of central cornea1 thickness 
by method and number of days ex- 
tended lens wear revealed some sur- 
prising differences (Fig. 2). Initial and 
24-hour exams obtained essentially 

It has been shown that application 
of 2 drops of topical anesthetic has a 

like measurements (p = 0.38), al- 

transient effect on cornea1 hydration, 
causing a 8 to 9 minute increase in cor- 

though the ultrasound technique dem- 

neal thickness as measured by a tradi- 
tional, optical pachometer slit-lamp at- 

onstrated thicker measurements on the 

tachment (Herse 1993). Since the pa- 

initial exam. However, after greater 

chometry measurements were ob- 
tained well within Herse’s 8 to 9 minute 
window of induced swelling, a topical 
anesthesia influence may be a key com- 
ponent of the data spread documented 
in Fig. 1. Additionally, because of the 
fixed measurement sequence, the CSM 
‘optical’ method would be less in- 
fluenced by any anesthesia-induced 
transient than the ultrasound method. 

than two days’ extended lens wear, the 
ultrasound central corneal thickness 
measurements were progressively and 
significantly thinner than the CSM ‘op- 
tical’ measurements (p < 0.001). Addi- 
tionally, while the ‘optical’ system do- 
cumented cornea1 swelling associated 
with short-term extended lens wear, 
the ultrasound system failed to docu- 
ment that well-established occurrence. 

The longitudinal underestimation of 
cornea1 thickness by ultrasound pa- 
chometry, as a function of short-term 
contact lens wear and long-term ex- 
perience, could be tied to a compound 

Further comparative analysis using 
a 2-Way ANOVA of central cornea1 

effect of extended contact lens wear on 

thickness by measurement method 
and long-term lens wear experience re- 

relative corneal hydration as a result of 

vealed a similar pattern of ultrasound 
under-determination of CCT (p < 

two factors: loss of cellular tissue, and 

0.0001; Fig. 3). On first look, these 
data apparently fail to show any long- 

abnormal fluid accumulation. Studies 

term edema via either system. It should 
be remembered, however, that the 

on animal models have shown that 

quarterly follow-up exams were com- 
prised of a mixture of immediate lens 
wear durations, ranging from 1 to 7 
days of extended wear. Therefore, the 
flat regression of the grouped CMS 
‘optical’ data in Fig. 3 is not unex- 
pected. However, the apparent ultra- 
sound underestimation was surprising. 
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Fig. 2. The CSM ‘optical’ system clearly documents short-term cor- 
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Fig. 3. The long-term monitoring of comeal thickness over the 
course of the study again shows an under-estimation of central cor- 
neal thickness by the ultrasound system. 
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there are a number of morphological 
comeal changes associated with hy- 
drogel lens wear. These changes in- 
clude: epithelial thinning, stromal ker- 
atocytic tissue depletion, and in- 
creased fluid accumulation, both intra- 
and extra-cellularly (Bergmanson & 
Chu 1982; Bergmanson et al. 1985; 
Bergmanson 1989). It may be reason- 
able to surmise that, as the corneal 
tissue mass or bulk dissipates, concur- 
rent with a metabolically-induced ex- 
tracellular edema, the tissue’s overall 
density or ultrasonic index will de- 
crease. The ultrasound signal would 
thereby be permitted to travel faster, 
resulting in an apparent under-calcula- 
tion of tissue thickness. This can be 
seen in Figs. 2 and 3. The methodologi- 
cal differences would additionally be 
enhanced by Herse’s anesthesia-in- 
duced edema transient, making ultra- 
sound pachometry of questionable 
value in physiologically stressed cor- 
neas. 

Based on these data, the ultrasound 
method of documenting central cor- 
neal thickness in extended wear con- 
tact lens subjects appears to be an in- 
adequate means of documenting ac- 
tual comeal thickness. As such, its 
clinical utility in contact lens practice is 
debatable unless a means of correcting 
for the proposed bias or error is made 
available. The contact ‘optical’ method 
appears to be less.influenced by these 
sources of error, and is therefore rec- 
ommended for use in contact lens and 
post-surgical practice pending addi- 
tional study of this troubling phenome- 
non. 

References 
Bergmanson JPG (1989): Histopathological 

analysis of the comeal epithelium after 
contact lens wear. JAOA 32: 125-129. 

Bergmanson JPG & Chu LW-F (1982): 
Contact lens induced cornea1 epithelial 
injury. Am J Optom Physiol Opt 59: .500- 
506. 

Bergmanson JPG, Ruben CM & Chu LW-F 
(1985): Epithelial morphological re- 
sponse to soft hydrogel contact lenses. Br 
J 0phthalmo169: 373-379. 

Dunn F, Edmonds PD & Fry WJ (1969): 
Absorption and dispersion of ultrasound 
in biological media. In: Schwan HP (ed). 
Biological Engineering, p 205-332. 
McGraw-Hill Book Co., New York. 

Giasson C & Forthomme D (1992): Com- 
parison of central cornea1 thickness 
measurements between optical and ultra- 
sound pachometers. Optom Vis Sci 69: 
236-241. 

Gordon A, Boggess EA & Molinari JF 
(1990): Variability of ultrasonic pacho- 
metry. Optom Vis Sci 67: 162-167. 

Herse P & Siu A (1992): Short-term effects 
of proparacaine on human comeal thick- 
ness. Acta Ophthalmol (Copenh) 70: 
740-744. 

Lattimore MR (1992): The use of extended 
wear contact lenses in the aviation envi- 
ronment: an Armywide study. USAARL 
Report Number 92-35, September. 

Nissen J, Hjortdal JO, Ehlers N, Frost-Lar- 
sen K & Sorensen T (1991): A clinical 
comparison of optical and ultrasonic pa- 
chometry. Acta Ophthalmol (Copenh) 69: 
659-663. 

Pate1 S & Stephenson RWW (1994): Clini- 
cal evaluation of a portable ultrasonic and 
a standard optical pachometer. Optom 
Vis Sci 71: 43-46. 

Salz JJ, Azen SP, Bernstein J, Caroline P, 
Villasenor RA & Schanzlin DJ (1983): 
Evaluation and comparison of sources of 
variability in the measurement of cornea1 
thickness with ultrasonic and optical pa- 
chymeters. Ophthalmic Surg 14: 750-754. 

Sherrard ES & Ng YL (1990): The other 
side of the cornea1 endothelium. Cornea 
9: 48-54. 

Received on April 5th, 1995. 

Note: 

1. The views of the author do not purport 
to reflect the position of the Department of 
the Army or the Department of Defense. 

2. Citation of trade names does not con- 
stitute official Department of the Army en- 
dorsement or approval of the use of such 
commercial items, and the author has no fin- 
ancial interest in any of the products cited in 
this article. 

3. Human subjects participated in the 
study after giving their free and informed 
voluntary consent. The investigator adhered 
to AR 70-25 and USAMRDC Regulation 
70-25 on Use of Volunteers in Research. 

4. The research was accomplished under 
the auspices of the US Army Medical Re- 
search and Development Command and 
was conducted at the US Army Aeromedi- 
cal Research Laboratory. 

Corresponding author: 

Morris R. Lattimore, Jr., OD, PhD 
67th Combat Support Hospital 
Unit 26610, Box 382 
APO AE 09244. 


